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EN-ENGLISH
WARNING: Single patient use only! Reuse between patients may cause cross 
contamination.

Disposal
Always follow medical practice and national requirements regarding biohazards 
when disposing of a used medical device.

Reporting
Please note that any serious incident that has occurred in relation to the device 
shall be reported to the manufacturer and the national authority of the country 
in which the user and/or patient resides.

LV - LATVIEŠU
BRĪDINĀJUMS. Paredzēts lietošanai tikai vienam pacientam! Lietošana 
vairākiem pacientam var izraisīt savstarpēju piesārņošanos.

Izmešana
Vienmēr ievērojiet ārstu prakses un valsts prasības attiecībā uz bioloģisko 
bīstamību, izmetot lietotu medicīnisku ierīci.

Ziņošana
Ņemiet vērā, ka par jebkuru būtisku starpgadījumu, kas radies saistībā ar ierīci, 
jāziņo ražotājam un valsts iestādei valstī, kurā dzīvo lietotājs un/vai pacients.
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Manufacturer; Ražotājs; 

Date of manufacture; Ražošanas datums; 

Use-by date; Derīguma termiņš; 

Batch code; Partijos kodas; 

Product reference number; Produkta atsauces numurs; 

Storage temperature limit; Uzglabāšanas temperatūras ierobežojums; 

Keep away from sunlight and keep dry; Sargāt no saules stariem un 
mitruma; 



Single Patient – multiple use; Vi en s p a ci en ts – vairākkārtēja 
lietošana; 

1

IFU

Instructions for use; Naudojimo instrukcija; 

Medical Device; Medicīniska ierīce; 
MD

Caution, consult instructions for use; Uzmanību! Izlasiet lietošanas 
norādījumus; 

 RT
MAX

MIN

Store at room temperature. Temporary deviations within the tem-
perature range (max-min) are allowed; Uzglabāt istabas temperatūrā. 
Ir pieļaujamas īslaicīgas novirzes temperatūras diapazona ietvaros 
(min.–maks.)
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Atos Medical AB 
Kraftgatan 8, SE-242 35 Hörby, Sweden
Tel: +46 (0)415 198 00 • info@atosmedical.com

© Atos Medical AB, Sweden.
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